After opposition procedure

Date of publication and mention of the opposition decision:
25.03.2015 Bulletin 2015/13

Mention of the grant of the patent:
13.01.2010 Bulletin 2010/02

Application number: 02794726.6

Date of filing: 12.08.2002

Designated Contracting States:
AT BE BG CH CY CZ DE DK EE ES FI FR GB GR IE IT LI LU MC NL PT SE SK TR

Priority: 13.08.2001 DK 200101210

Date of publication of application:
02.06.2004 Bulletin 2004/23

Divisional application:
10150546.9 / 2 186 471

Proprietor: NOVO NORDISK A/S
2880 Bagsværd (DK)

Inventors:
- HANSEN, Henrik, Egesborg DK-2900 Hellerup (DK)
- EILERSEN, Michael DK-2100 Copenhagen (DK)
- ROLSTED, Niels, Pryds DK-3500 Vaerlose (DK)

References cited:
- EP-A- 0 519 137
- WO-A-01/24690
- WO-A1-01/52934
- WO-A2-00/62662
- DATABASE WPI Section PQ, Week 200250
- DATABASE WPI Section PQ, Week 200130
The present invention relates to a portable medical device for communication of medical data information.

Product and software validation for medical products are troublesome, delays a product's time-to-market, time-consuming, complicates revision tasks, and is expensive.

Rapid development in the field of communication requires for frequent updates of communication soft-, hard- and/or firmware in a medical device. As a result medical product and software validation is required for a medical device with updated communication means even though no changes have been made to the medical application "part" of the device.

EP 0 519 137 discloses an apparatus and a method for transmitting physiological data from a patient to an electronic data processing system, the patient being electrically isolated from the telecommunications network used by the electronic data processing system. A monitor is electrically connected to a patient and has an infrared light emitting diode which, in combination with an A/D converter, changes electrical signals from the patient into an optical signal. The optical signal is then sent to a transmitter which reconverts the optical signal into an electrical signal, and the reconstituted electrical signal is subsequently transmitted via telephone lines to the data processing system.

An object of the present invention is to provide a device that avoids the need for further medical product and software validation when the communication part of a medical device is changed, updated, revised etc.

Another object is to clearly separate the critical medical application functionalities from the complex communication software, hardware and/or firmware in order to obtain maximum safety and reliability of the critical medical application.

These objects among others are achieved by a device according to the invention as defined in claim 1.

Hereby, two physically and functionally separated parts/units are obtained where one part is a medical device part responsible for performing medically related actions, measurements, calculations, exchange of data with other medical devices, etc. and another part is a communication device part (just communication part in the following) responsible for receiving and transmitting information under the control of the medical device. The medical device part controls the communication so the communication part cannot interrupt or request service(s) from the medical device part, thereby ensuring maximum safety and reliability of the medical application(s).

In this way, when the parts (software, hardware, firmware, etc.) of the communication device needs to be upgraded, the integrity of the medical device part is preserved and the need for any further medical product and software validation is avoided thereby reducing time-to-market, expenses, etc.

Furthermore, when changes to the medical device part hardware, software, and/or firmware are required then the scope of medical product and software validation can be restricted to the medical device part and need not involve the communication device part thereby simplifying revisions tasks, etc.

The predetermined protocol comprises the medical device part acting as a master and the communication device part acting as a slave where the exchange of information is done by the medical device part polling the communication device part.

In this way, a simple protocol may handle and connect the two asynchronous systems/parts of the medical device in a very simple fashion and the communication part cannot interfere, interrupt and/or transmit data/information to the medical part without its permission.

In one embodiment, the medical device part further comprises one or more of:

- a user interface,
- at least one medical transducer,
- discrete and/or substantially continuously body fluid analysis means,
- drug administration means, and
- a short-range communication means for exchanging data information with at least another medical device.

In this way, relevant medical functions, like blood glucose/body fluid level measurement(s), drug or insulin administration, may be integrated directly with the medical device, so that a user will always have a medical function ready at hand when using the medical device thereby avoiding the need for an extra medical device. Additionally, the medical device may act as a data collection/exchange device collecting/exchanging data with other relevant medical devices using short-range communication.

In one embodiment, the at least another medical device is selected from the group of:

- a drug administration device,
- a body fluid analyser,
- an insulin administration device,
- a blood glucose monitor (BGM),
• a continuous blood glucose monitor (CGM)
• an inhaler,
• a tablet dispenser,
• a lipid monitor,
• a pulse monitor,
• a lancet device,
• a storage container,
• a balance,
• and any other apparatus adapted to measure at least one physiological parameter.

[0016] In one embodiment, the device further comprises a power supply supplying the communication device part with power where the power supply may be turned on and off under the control of the medical device part. In this way, power usage may be saved/minimized by turning the communication part off when it is not used which is especially important for portable devices usually having a limited power supply.

[0017] In one embodiment, the communication means is adapted to communicate according to the Bluetooth protocol. Hereby, a very simple way of connecting to other devices and/or networks are obtained.

[0018] In one embodiment, the communication means are adapted to communicate information according to one or more of:

• Radio frequency (RF) communication,
• Infrared (IR) communication,
• HTTP (Hyper Text Transmission Protocol),
• SHTTP (Secure Hyper Text Transmission Protocol),
• TCP/IP (Transmission Control Protocol/Internet Protocol),
• PPP (Point-to-Point),
• SSL (Secure Socket Layer),
• TLS (Transport Layer Security), and
• IrDA,

[0021] In one embodiment, the communication means are adapted to communicate with a wireless access point/a mobile terminal where the access point/the terminal is adapted to communicate according to one or more of:

• GSM (Global System for Mobile communication),
• GPRS (General Packet Radio System), and
• UMTS (Universal Mobile Telephone System).

[0022] In this way, a great level of mobility is assured for the user of the medical device as well as being able to transmit relevant data information.

[0023] In one embodiment, the communication device part is adapted to exchange data information with a central server via a wireless network access point.

[0024] The invention also relates to a system as defined in claim 9.

[0025] In this way, a relative/relatives may obtain an ease at mind since they know that they will receive information if anything is wrong or may be potentially dangerous or they simply is automatically updated on the user’s current situation. This is especially useful for relatives of elderly people, children, etc. using a medical device. A medical professional may also receive relevant information in this manner.

[0026] In one embodiment, the processing is done at said server and/or at said medical device.

[0027] In one embodiment, the data information comprises information representing one or more of:

• at least one blood glucose value,
• at least one value representing a body fluid level,
• at least one physiological parameter,
• amount and/or type of administered medication,
• amount and/or type of administered insulin,
• a trend of a glucose or body fluid level,
• a prediction of a glucose or body fluid level,
• timestamp in- or excluding date,
• amount of food,
• measurement of physical activity,
• notification of appointment,
• inventory logistics, and
• body characteristics.
• warnings, and
• symptoms.

[0028] In one embodiment, the system is adapted to transmit data information from a portable medical device to a central server according to the Bluetooth protocol using a wireless access point connected via a network to the central server.

[0029] The system is adapted to automatically transmit at least a part of the additional information to a predetermined third party, wherein said third party comprises one or more of:
• at least one relative,
• at least one parent, and
• at least one medical professional.

[0030] In one embodiment, the system is further adapted to
• exchange information between the portable medical device and another medical device in order to retrieve relevant data information.

[0031] The invention also relates to a system for collecting data information from a number of portable devices according to claim 1, where the system is adapted to:
• generate data information in a portable device, the data information relating to a clinical trial of a medical device and/or medical product,
• automatically sending the data information from the portable device to a central server for storage in a database,
• process said data information.

[0032] In this way, relevant information may then be automatically transmitted directly to a relevant server for high-quality data storage and collection since the actual obtained data is obtained directly from the user/patient and transmitted e.g. for further processing. This may reduce the cost and the time-to-market of a new product since the data collection from many medical devices taking part in the medical trial may be automated. Additionally, the need for hand-written logs of the participants of the trial is avoided thereby eliminating possible typos and avoiding the need for manually inputting/scanning the logs into a system for storage and processing.

[0033] The present invention will now be described more fully with reference to the drawings, in which

Figure 1 shows a schematic block diagram of a medical device according to the present invention;
Figure 2 shows a more detailed schematic block diagram of a medical device comprising a Bluetooth communication device part;
Figure 3 illustrates the communication between a medical device part and a Bluetooth communication device part;
Figure 4a and 4b illustrates examples of the communication between a medical device and other devices according to the present invention;
Figure 5 illustrates the communication between a Bluetooth communication device part and a central Internet server;
Figure 6a illustrates the short-range communication between a medical device according to the present invention and other medical devices;
Figure 6b illustrates communication between a medical device according to the present invention and other medical devices;
Figures 7a - 7c illustrate examples of various embodiments of the short-range communication means.

[0034] Figure 1 shows a schematic block diagram of a medical device according to the present invention. Shown is a medical device (100) comprising an integrated medical device part (101) (denoted medical part in the following) and an integrated communication device part (102) (denoted communication part in the following).

[0035] The medical part (101) comprises one or more first microprocessors/processing means (104), a first storage/storage means/memory means (103), and means for providing/performing medical related functionalities (106) like medically related actions, measurements, calculations, etc.

[0036] The means for providing medical functionalities (106) may e.g. comprise one or more of body fluid analyser means, drug administration means, and/or short-range communication means for communicating with at least another
The communication part (102) comprises one or more second microprocessors/processing means (104'), a second storage/storage means/memory means (103'), and communication means (105) for communicating with and/or via other devices.

The medical part (101) and the communication part (102) are connected allowing for exchange of data between them via a physical interface (like a simple electrical connection) where the exchange of data happens according to an interface layer (107) located in and under the control of the processor (104). The interface layer (107) comprises a suitable protocol and is under the complete control of the processor (104) of the medical part (101). A suitable protocol may e.g. be a protocol where the medical part (101) operates as a master and the communication part (102) operates as a slave as indicated by the one-way arrow (109) (even though exchange of information is allowed in both directions). In this way, two physically and functionally separated parts/units (101; 102) are obtained as indicated by the line (108) where a medical part (101) is responsible for performing medically related actions, measurements, calculations, etc. and another part (102) is a communication part responsible for receiving and transmitting information under the control of the medical device. Hereby, the critical medical application functionalities is clearly separated from the complex communication software, hardware and/or firmware giving maximum safety and reliability of the critical medical application.

Preferably, the medical device (100) further comprises a user interface (not shown) for receiving and/or presenting information from/to a user of the medical device (100). The user interface preferably comprises input means like buttons, scroll-wheels or the like and output means like a display or combined input-output means like a touch sensitive display like already known in the art.

The first and second storage/memory means (103; 103') may e.g. be a non-volatile memory, a volatile memory or a combination of both. Examples are flash memory, RAM, ROM, EEPROM, magnetic and/or optic storage means, etc.

The first (104) and second (104') processing means/processors may comprise one or more general or special purpose micro-processors or a mix hereof.

The communication means (105) preferably communicates according to the Bluetooth standard/protocol. Alternatively, communication via RF, IR, a wire/cable is used according to a suitable protocol.

Figure 2 shows a more detailed schematic block diagram of a medical device comprising a Bluetooth communication part. Shown is a medical part (101) and a communication part (102) corresponding to the one shown in Figure 1.

The communication part (102) comprises a Bluetooth communication core and is adapted to communicate with external devices according to the well-known Bluetooth protocol. The Bluetooth core/the Bluetooth protocol stack comprises an Interface Layer interfacing with the medical part (101). The Interface Layer comprises in one embodiment an XML Glue-layer for generating, providing, handling, etc. XML scripts thereby allowing for a receiver to handle/execute these scripts directly. The protocol stack of the communication part (102) also comprises the TCP/IP (Transmission Control Protocol/Internet Protocol) and PPP (Point-to-Point Protocol) protocols connected to the Interface Layer via the XML Glue-layer. An RFComm (a serial emulation protocol) manager is connected to the TCP/IP/PPP protocol manager. The Bluetooth Core also comprises a Service Discovery Protocol (SDP) manager that is responsible to determine which services are available from Bluetooth enabled service servers like a PC or a mobile telephone offering services like Internet and/or Network connection, etc. or other types of services. The SDP manager is also connected to the Interface Layer. Both the SDP and the RFComm manager are connected to a L2CAP (Logical Link Control and Adaption Protocol) manager (responsible for channel establishment) that is connected to a Link Manager (LM) (responsible for link establishment). The Bluetooth Core also comprises a Baseband and a Bluetooth Radio specification responsible for the radio communication according to the Bluetooth specification. Information regarding the Bluetooth protocol may e.g. be obtained at www.bluetooth.com incorporated herein by reference.

The communication steps between the medical device part (101) and a communication part (102) using Bluetooth are explained in greater detail in connection with Figure 3.

The medical part (101) comprises a user interface for receiving and/or presenting information from/to a user of the medical device in the form of input means (202) like buttons, scroll-wheels, etc. and output means like a display (201) or combined input-output means like a touch sensitive display as signified by the double arrow in parenthesis. The medical part (101) also comprises a memory (103) for storing software, firmware, relevant data/information, etc. The medical part also comprises a real-time clock (RTS) (110) for enabling time- and date-stamps of generated/provided information like timestamping a glucose/body fluid level measurement, a drug/insulin administration, etc.

Furthermore, the medical part (103) comprises one or more medical function(s) (106) like described in connection with Figure 1. In this particular embodiment the medical device part (101) comprises an integrated medical transducer or a medical potentiostat like a body fluid analyser or more particularly a BGM (blood glucose monitor), either a continuous (CGM) or a discreet monitor. An additional medical function in this particular embodiment is (e.g. very short-range communication means (106') so that the medical device part (101) may communicate with another medical device (405), like a drug administration unit, an insulin pen, an insulin doser, an inhaler, tablet dispenser, etc., in a very
simple manner thereby allowing exchange of relevant information/data like type and amount/dose of administered medication and a corresponding time/date-stamps. The information may e.g. be generated during use of the other medical device(s) and stored there until transferred to the medical part (101). These short-range communication means may e.g. be optically communicating means like an infrared transmitter/receiver pair (106') where communication is initiated automatically when the additional medical device is docked with or fitted to the medical communication device (100) or simply is in close proximity. Alternative short-range communications means are inductive or electronic communications means that are explained in greater detail in connection with Figures 7a - 7c.

Alternatively, the communication part (102) may be used to exchange information with other medical devices (405) thereby avoiding the need for short-range communications means (106'), however the short-range communications means (106') would typically require less power and allows for simple, easy and transparent, for the user, if communication is initiated when docking the device exchange of information.

The medical device part (101) and communication part (102) are separated like described before and signified by the line (108) and connected allowing only for exchange of data under the strict control (as signified by the one-way arrow (109)) of the medical device part (101).

The medical device preferably also comprises a power supply (203) to the communication part (102) that is controlled by the medical device part (101). In this way, the communication part (102) may be turned off in order to conserve power.

Communication may e.g. be initiated either on user request, request by a medical application in the medical device part (101) (e.g. on the basis of an obtained measurement from an integrated medical transducer), an internal request by the medical device (100), by docking another medical device with the medical device (100) and/or using short-range communication means (106') with an additional medical device like a doser, a CGM, inhaler, a BGM, etc.

When a request for Bluetooth communication via the communication device part (102) is generated, the medical part (101) generates a Bluetooth power-up by activating the power supply (203 in Figure 2) if the communication part (102) is not already powered. Then a request for a Bluetooth link to a relevant information receiver is sent to the communication part (102). The communication part (102) establishes a suitable link and returns an acknowledgement after which the actual communication/transmission of data may begin. If no establishment of a communication link is possible or communication is impossible for another reason, the relevant information is kept and may be tried transmitted at another time, e.g. when the user uses the medical device (100) the next time. Preferably, the communication part (102) is switched off when it is determined that no communication is currently possible in order to conserve power usage.

A warning may be presented to the user specifying that communication was not possible, but preferably the communication takes place without the user’s specific knowledge and a warning may e.g. only be presented to the user if no data communication was possible after a given number of tries or within a given period of time dependent on the actual application of the medical device (100).

After a Bluetooth link is successfully established, a first frame comprising an amount of data/information is sent to the communication part (102) where the frame is transmitted via the Bluetooth radio transmitter. The communication part (102) reports when the information has been transmitted, i.e. when a frame buffer is empty. The steps 'send frame' and 'report empty buffer' repeats/loops until the complete amount of information has been sent, i.e. N frames of information has been transmitted via Bluetooth radio communication. After the medical part (101) receives a ‘frame buffer empty’ and no further information has to be sent, the medical part (101) may send a request for receipt of the Bluetooth communication from the communication part (102). The communication part (102) returns a receipt of the Bluetooth communication with the relevant information receiver to the medical device part (101), which then executes a power-down of the communication part (102) in order to conserve power if no additional information is to be exchanged.

The communication between the communication part (102) and a relevant information receiver is explained in connection with Figures 4a and 4b and 5.

Figure 4a and 4b illustrates examples of the communication between a medical device and other devices according to the present invention.

Figure 4a illustrates communication between a medical device (100) and a mobile communications terminal (402) belonging to a relevant third party via a mobile communications terminal/a wireless access point (401), belonging to a user of the medical device (100), to a network/the Internet. The medical device (100) preferably communicates with the user terminal (401) according to the Bluetooth protocol like described in connection with Figures 2 and 3, thereby establishing a Bluetooth communications link between the communication device part of the medical device (100) and the user’s terminal (401). Alternatively, the communication between the medical device (100) and the user’s terminal (401) may be done via IR communications means, a cable connecting them, other radio frequency (RF) communications...
When the Bluetooth communications link is established information may be transmitted to a terminal (402) of a relevant third party using a GSM (Global System for Mobile communication), UMTS (Universal Mobile Telephone System) and/or GPRS (General Packet Radio System) communication network or another wireless communication network, so that relevant information may be exchanged between the user's terminal (401) (and thereby the medical device (100)) and the terminal (402). The information may e.g. be exchanged between the terminal (401) and the terminal (402) using SMS (Short Message Service) or e-mail as a carrier (e.g. sending SMS messages/e-mails alternating in both or in one direction only) or alternatively, a two-way data communication between the terminals (401; 402).

A relevant third party may e.g. be a medical professional, a care-team, etc. and/or a relative of the user.

In this way, a medical professional may, e.g. automatically, receive status reports of the user at a regular time interval or when dangerous or potentially dangerous situation occurs or is about to occur, e.g. when a critical body fluid/blood glucose level being outside a predetermined interval has been determined and/or estimated (for a future time) by the medical device (100). Additionally, the professional may send relevant information, like an updated medical regime and/or target body fluid/blood glucose level interval, suggested action for a given situation (e.g. administer X amounts of type Y medication) e.g. in response to information/data received from the user's terminal (401)/the medical device (100). This enables a very close and precise monitoring of the user since data/information may be transmitted to a professional regularly in an easy and transparent manner and the data/information may be obtained directly by the medical device (100) and/or other devices (BGM, CGM, insulin doser, drug administration device, body fluid monitor, etc.) in communication and/or integrated with the medical device (100).

A medical professional may also determine when the user has to be called in for a consultation, check-up, etc. based on actual received information instead of having regular consultations. In this way, a user only needs to attend a consultation when there is an actual need. Additionally, the professional is better prepared since the relevant information is available to him in advance of an consultation.

Another application of the present invention is that one or more relatives of the user of the medical device (100) automatically may receive a status report or information from the medical device (100) via the terminal (401) regarding how the user's situation is and/or going to be in the near future. The transmitted information may e.g. contain time/date, type and/or amount of administered medication, time/date and value of performed measurement(s), compliance with a medical regime, etc. or simply just a status e.g. 'Status is ok', 'possible problem(s)', 'Serious problems', 'X follows the medical regime fully', 'X has a BGL within the target range', etc.

In this way, a relative/relatives obtains an easy at mind since they know that they will receive information if anything is wrong or may be potentially dangerous or they simply is automatically updated on the user's current situation. This is especially useful for relatives of elderly people, children, etc. using a medical device (100).

The medical device (100) may also receive and/or transmit relevant data information with one or more external medical related devices (405) as described later in greater detail in connection with Figures 6a and 6b.

Figure 4b illustrates communication between a medical device (100) and a database server (403). The communication between the medical device (100) and the terminal (401) is like described in connection with Figure 4a. Information/data received from the medical device (100) is transmitted by the terminal (401) to a server (403) preferably using the TCP/IP and PPP protocols and GPRS for high-speed data communication. Alternatively, a GSM or a UMTS network may be used. The server (403) may e.g. be an Internet database server. The server (403) receives the relevant information and stores it and determines what is to happen with the information e.g. where it/a copy is to be transmitted and/or stored, if and how it is to be processed, etc.

The server (403) may transmit the information to a number of mobile terminals (403) and/or computers (404) e.g. as an SMS message, an e-mail and/or in a suitable data format. Additionally, a computer (404) and/or a terminal (402) may also connect to the server (403) using standard browser software or WAP (Wireless application Protocol) in order to access, retrieve, etc. the relevant stored information, preferably, after specifying a valid password and username. In this way, either a client, a relative to a user and/or a medical professional may obtain easy access to the stored historical medical data and/or derivations (e.g. processed) thereof.

The secure socket layer (SSL)/transport layer security (TLS) may also be used by the communication devices in this system (one or more of terminal (401), terminal (402), the medical device (100), the server (403), the computer (404)) in order to enhance the security of the information. Bluetooth incorporates the possibility of using built-in security by finding devices, pairing devices, authentication, and encryption thereby enhancing the security between the medical device (100) and the terminal (401).

Applications of the embodiment shown in Figure 4b corresponds to the applications described above in connection with Figure 4a.

Yet another application of the present invention is that it may be used in connection of a clinical trial of a new medical product (new/modified drug, new measurement device, new drug administration device). Data collected by the medical device (100) and other related medical devices (405) may then be automatically transmitted directly to the relevant database server (403) for high-quality data storage and collection since the actual obtained data is obtained.
directly from the user/patient and transmitted e.g. for further processing. This may reduce the cost and the time-to-market of a new product since the data collection from many medical devices taking part in the medical trial may be automated. Additionally, the need for hand-written logs of the participants of the trial is avoided thereby eliminating possible typos and avoiding the need for manually inputting/scanning the logs into a system for storage and processing.

[0071] Alternatively, the mobile terminal (401) and/or the mobile terminal (402) may be an electronic device like a laptop* or a PC, a PDA, etc. equipped with communication and/or a gateway (e.g. integrated, a network interface card (NIC), modem, etc.) to the Internet, a cellular network like a GSM, GPRS, UMTS network, etc. or another kind of communications network. The communication between the device (401) and the medical device (100) may e.g. be done via/according to the Bluetooth protocol or another RF communication protocol, IrDA (Infrared Data Association) protocols, a cable connection, etc.

[0072] One example of the use of the medical device (100) according to the present invention will be illustrated by the following use-case that describes a typical for a diabetic user equipped with a medical device (100) according to the invention.

[0073] At 7.00. The user gets out of bed and takes his cap unit with integrated BGM/medical device (100) and measures the glucose content of his blood.

[0074] The medical device (100) records this event with a time stamp and saves it in the memory/an electronic log book. Then the medical device (100) searches for a wireless access point (401) to the Internet, and if found, non-replicated data are transferred from the electronic log book to a server.

[0075] The user then decides to take x units of actrapid (making ready for his breakfast), he takes an insulin doser/insulin administration device (405) which he has already dedicated to be his actrapid doser and injects x units of actrapid. After the injection the actrapid doser (405) is placed in, docked with, brought in short-range communication range with, etc. the cap unit/medical device (100).

[0076] The doser (405) will now make contact to the cap/medical device (100) e.g. by means of an IR diode and an IR transistor to transfer dose size, insulin type, relative time stamp and doser status to the cap.

[0077] The cap/medical device (100) transfers setup data, if any, to the doser (405). The cap can now calculate the absolute time of this event and transfers it to the electronic log book.

[0078] The medical device (100) now searches for a wireless access point (401) to the Internet, and if found, non-replicated data are transferred from the electronic log book to a server (403).

[0079] At 8.00. The user has his breakfast.

[0080] At 9.00. The user arrives at his job, he decides (optionally the medical device (100) reminds him) to make a control measurement of the glucose content of his blood.

[0081] The medical device (100) records this event with a time stamp and saves it in the electronic log-book. The medical device (100) then searches for a wireless access point (401) to the Internet, and if found, non-replicated data are transferred from the electronic log-book to a server (403).

[0082] At 12.00. The user decides to measure the glucose content of his blood again.

[0083] The medical device (100) records this event with a time stamp and saves it in the electronic log-book. The medical device (100) then searches for a wireless access point (401) to the Internet, and if such an access point is found, non-replicated data are transferred from the electronic log-book to a server (403).

[0084] He now decides to take x units of actrapid (making ready for his lunch). After the injection he places his actrapid doser in the cap/medical device (100).

[0085] The doser (405) will now make contact to the cap/medical device (100) by means of an IR diode and an IR transistor to transfer dose size, insulin type, relative time stamp and doser status to the cap unit/medical device (100).

[0086] The cap/medical device (100) transfers setup data, if any, to the doser (405). The cap/medical device (100) can now calculate the absolute time of this event and transfers it to the electronic log-book.

[0087] The medical device (100) then searches for a wireless access point (401) to the Internet, and if such a point is found, non-replicated data are transferred from the electronic log-book to a server (403).

[0088] At 12.30. The user has lunch.

[0089] At 13.30. The user decides (optionally the medical device (100) reminds him) to make a control measurement of the glucose content of his blood.

[0090] The medical device (100) records this event with a time stamp and saves it in the electronic log book. The medical device (100) then searches for a wireless access point (401) to the Internet, and if found, non-replicated data are transferred from the electronic log book to a server (403).

[0091] At 17.00. The user decides to measure the glucose content of his blood again.

[0092] The medical device (100) records this event with a time stamp and saves it in the electronic log book. The medical device (100) then searches for a wireless access point (401) to the Internet, and if found, non-replicated data are transferred from the electronic logbook to a server (403).

[0093] He now decides to take x units of actrapid (making ready for his dinner). After the injection he places his actrapid doser (405) in the cap/medical device (100).
The doser (405) will now make contact to the cap/medical device (100) by means of an IR diode and an IR transistor to transfer dose size, insulin type, relative time stamp and doser status to the cap/medical device (100).

The medical device (100) then searches for a wireless access point (401) to the Internet, and if found, non-replicated data are transferred from the electronic log book to a server (403).

At 18.00. The user has his dinner.

At 19.00. The user decides (optionally the medical device (100) reminds him) to make a control measurement of the glucose content of his blood.

The medical device (100) transfers setup data, if any to the doser (405). The cap/medical device (100) can now calculate the absolute time of this event and transfers it to the electronic log book.

The medical device (100) records this event with a time stamp and saves it in the electronic log book. The medical device (100) then searches for a wireless access point (401) to the Internet, and if such a point is found, non-replicated data are transferred from the electronic log book to a server (403).

At 23.00. The user decides to go to bed. He measures the glucose content of his blood.

The medical device (100) records this event with a time stamp and saves it in the electronic log-book. The medical device (100) then searches for a wireless access point (401) to the Internet, and if such a point is found, non-replicated data are transferred from the electronic log-book to a server (403).

He now decides to take x units of insulatard (basic level for the night). He takes another doser (405) which he has already dedicated to be his insulatard doser and injects x units of insulatard. After the injection he places his insulatard doser (405) in/brings within short-range communication range of the cap/medical device (100).

The doser (405) will now make contact to the cap/medical device (100) by means of an IR diode and an IR transistor to transfer dose size, insulin type, relative time stamp and doser status to the cap/medical device (100).

The cap/medical device (100) transfers setup data, if any, to the doser (405). The cap/medical device (100) can now calculate the absolute time of this event and transfers it to the electronic log book.

The medical device (100) then searches for a wireless access point (401) to the Internet, and if such an access point (401) is found, non-replicated data are transferred from the electronic log-book to a server (403).

The user possibly checks whether the medical device (100) contains non-replicated data, and if he finds that it is necessary to connect to his server, he activates a user menu in the medical device (100), which will immediately try to make contact to the server (403).

The medical device (100) then searches for a wireless access point (401) to the Internet, and if such an access point (401) is found, non-replicated data are transferred from the electronic log-book to a server (403).

Figure 5 illustrates the communication between a Bluetooth communication device part and a central Internet server. Shown is a medical device (100) comprising a medical part (101) and a communication part (102) like described earlier. The communication part (102) comprises in this particular embodiment a Bluetooth communication core. The two parts (101; 102) is connected via an Interface Layer of each part so that the critical software, etc. handling the medical related function(s) of the medical device (100) is clearly separated. The medical related function(s) of the medical device (100) is illustrated by an Application Layer. The Interface Layer(s) connects and handles the two asynchronous systems/parts (101; 102) using polling by the medical part (101), assigned as master, of the communication part (102), assigned as a slave. In this way, the communication part (102) may not interfere, interrupt and/or transmit data/information to the medical part (101).

A XML Medicom Layer in the medical part (101) is also shown and is responsible for retrieving data/information to be transmitted from the memory of the medical part (101), calculate a check-sum (e.g. CRC) of the information and format it into a suitable format e.g. a XML format where the information e.g. is formatted into a number of frames each comprising a number of fields.

An example of fields in a frame for a given format is:

<table>
<thead>
<tr>
<th>Name of Data field</th>
<th>Length (chars)</th>
<th>Description</th>
</tr>
</thead>
<tbody>
<tr>
<td>DeviceID</td>
<td>10</td>
<td>10 chars used for unique identification of the medical device.</td>
</tr>
<tr>
<td>DeviceVer</td>
<td>4</td>
<td>4 chars used for definition of an actual XML-scheme used.</td>
</tr>
<tr>
<td>DeviceTime</td>
<td>12</td>
<td>A timestamp (e.g. mmddyyhhmms).</td>
</tr>
<tr>
<td>FrameCount</td>
<td>10</td>
<td>Indicates FRAME number.</td>
</tr>
<tr>
<td>EventType</td>
<td>12</td>
<td>Indicates data type, etc. Note 1</td>
</tr>
<tr>
<td>EventTime</td>
<td>12</td>
<td>A timestamp for a given event (e.g. mmddyyhhmms).</td>
</tr>
<tr>
<td>EventSize</td>
<td>4</td>
<td>Value for event (e.g. amount of administered medication or value for measured medical value.</td>
</tr>
</tbody>
</table>
In one example/embodiment events being communicated may be identified by:

- Event_Type = INS-S-001 indicates an event where short-acting insulin of type 1 was administered.
- Event_Type = INS-S-XXX indicates an event where short-acting insulin of type ‘xxx’ was administered.
- Event_Type = INS-L-001 indicates an event where long-acting insulin of type 1 was administered.
- Event_Type = INS-L-YYY indicates an event where long-acting insulin of type ‘yyy’ was administered.
- Event_Type = INS-M-001 indicates an event where mix-acting insulin of type 1 was administered.
- Event_Type = INS-M-ZZZ indicates an event where mix-acting insulin of type ‘zzz’ was administered, etc.

- Event_Type = BGM-mmol/l indicates an event where a body fluid measurement/a blood glucose measurement (BGM) is done in mmol/l.
- Event_Type = BGM-mg/dl indicates an event where a body fluid measurement/a blood glucose measurement (BGM) is done in mg/dl, etc.

- Event_Type = BGM-mmol/l-k indicates an event where a calibration of a BGM/medical transducer is done in mmol/l.
- Event_Type = BGM-mg/dl-k indicates an event where a calibration of a BGM/medical transducer is done in mg/dl, etc.

Event_Type=STRIPCODE indicates an event where a new strip-code, number identifier, bar-code, etc. for a given type of medication is inputted into the medical device (100).

Each Event_Type has an associated value (if applicable) specifying the actual value associated with the reported event. The range and resolution depends on the given event, e.g. may the values for a given type of medication/insulin cover the values 0 - 999 units (UI) with a resolution of 1/10, a new strip-code may cover the values 0 - 999 with a resolution of 1, a calibration in mg/dl may cover 0 - 999 with a resolution of 1, a BGM/body fluid measurement event in mg/dl may cover 0 - 999 with a resolution of 1, a BGM/body fluid measurement event in mmol/dl may cover 0 - 99 with a resolution of 1, etc.

The relevant information/frames is exchanged with the Bluetooth core like described in connection with Figure 3 and transmitted to a Bluetooth supporting communication device/a mobile terminal (401) according to the Bluetooth protocol.

The relevant information/frames is sent via the mobile terminal (401) e.g. using GPRS, as described earlier, via a cell phone provider (502) and the Internet/a network (503) to a database server (403).

Preferably, a firewall (501) is connected between the Internet/the network (503) and the database server (403) in order to enhance the security of the server (403) by prohibiting unauthorised communication. The server (403) may be accessed and may process, transmit and/or receive information like described earlier.

Preferably, the server site also comprises a HTTP server connected between the firewall (501) and the database server (403) for handling requests from browsers according to the HTTP protocol.

The communication between the medical device (100) and the database server (403) may use encryption of communication and the web site (comprising the server(s)) may be secured using HTTPS/SSL (or HTTPS/TLS) communication.

The communication between the medical device (100) and the server (403) is preferably substantially a one-way communication (from the device to the server) (although necessary handshakes, receipts, etc. is transferred to the medical device (100)). If applicable, information, e.g. updated data/information, like recommended medical regimes, etc., is also transferred from the server (403) to the medical device (100).

Figure 6a illustrates the short-range communication between a medical device according to the present invention and other medical devices. Shown are a mobile medical device (100), two additional medical devices that in this particular example are two drug administration devices (405) containing different types of medication, e.g. fast- and slow-acting insulin, and a CGM/biosensor (601) like a glucose biosensor.

The dosers (405) comprises input means e.g. a turning wheel (611) for adjusting, either electronically or manually, the level/amount of medication to be administered, activation/input means (616) for initiating the administration of medication and a display (612) that shows the currently selected amount of medication to be administered with text, icons, graphic representations, etc. The doser (405) preferably has processing means and storage facilities, like a CPU and RAM, for processing and storing data, like the time, date and amount of medication of the last couple of adminis-
The doser (405) further comprises a cartridge (613) that contains the medication to be administered, and is fitted with a needle (614) through which the medication is administered. The doser (405) has a transparent window (615) so that the amount of medication left in the cartridge (613) can readily be identified.

Cartridges (613) may contain different types of insulin, like fast and slow acting insulin, a mix-acting, etc., and the user may insert/exchange a cartridge (613) of a given type when needed and/or use multiple dosers (405) with different types of medication (e.g. fast-acting and slow-acting insulin).

The dosers (405) are also provided with short-range communications means (617) for receiving and transmitting information and data representations from and to other devices as will be described in the following. Alternatively, a doser (405)/an additional medical device (405) may be provided with wireless communications means/a wireless transceiver, as indicated by the arrow in parenthesis, instead or in combination with the short-range communications means (617).

The CGM (601) is a device that monitors/measures the blood glucose level/concentration of a user continuously and comprises, in this embodiment, a base unit and a glucose biosensor (603).

The CGM base unit is in this embodiment the medical device (100) or more specifically the medical device part (101) being in communication with the biosensor (603). Alternatively, a separate CGM base unit may be provided that communicates with the medical device (100).

The glucose biosensor (603) is mounted on an adhesive (602) located on an appropriate part of the user's body like the stomach, upper arm, etc. and is located subcutaneous, i.e. in the external fat, in the user's body.

The biosensor (603) preferably comprises a potentiostat where a fixed potential can be applied between two electrodes of the biosensor hereby measuring the current that the work electrode of the biosensor produces. The generated current is proportional to the glucose concentration in the blood of the user.

The generated current is transmitted via a wire/cable or wireless communication means like IR transceivers, RF transceivers, etc. to the CGM base unit (100) for a translation/interpretation from a continuous signal into a representation for later processing. Preferably this translation is performed by a standard A/D converter with a sampling rate which at least is faster than the worst case change of the BGL so even the fastest change is 'captured' by the CGM (601)/CGM base unit (100). A sampling rate may e.g. be once every couple of minutes.

Alternatively, the sampling takes place at the biosensor (601) and only the sampled values are transmitted to the CGM base unit (100).

The converted measurement/continuous values may be presented to the user via displaying means (606) like a LCD display, etc.

The converted measurements are kept in a memory for later retrieval, analysis, and etc. so a detailed history log of sampled measurements may be obtained. This detailed history log may e.g. be used to predict a trend for the BGL of a user thereby enhancing the information value for the user.

In one embodiment the BGL measurement is converted into a corresponding amount of insulin needed to bring the user into compliance and displayed on the display (606).

The biosensor (603) is preferably calibrated on a regular basis, e.g. each day, by external calibration e.g. by a traditional blood glucose monitor (BGM) system, in order to ensure the best accuracy. Typically the biosensor (603) will have to be replaced after e.g. three days of use and be calibrated once each day.

Alternatively, the CGM may be embodied by other invasive, semi-invasive or non-invasive systems.

In a preferred embodiment, the medical device (100) is a protective cap unit comprising an integrated blood glucose monitor (BGM), and one additional medical device (405) is an insulin administration device arranged so that they automatically transmit, via short-range communications means, relevant data information between them when the devices are mutually positioned in a suitable communication position, e.g. when the cap unit/the medical device (100) is fitted onto, docked with/onto, clicked-on, screwed-into, snapped-with, etc. with the additional medication device (405).

Alternatively, the sampling takes place at the biosensor (601) and only the sampled values are transmitted to the CGM base unit (100).

In this way, simplicity for the user is obtained, since the devices automatically store and exchange data information as part of the normal use.

The cap unit/medical device (100) can be fitted to an additional medication device (405) so that one single compact unit and protection of the additional medication device (405) is obtained.

In this way, the user does not have to worry about collecting data information in a separate log-book and additionally, the data information may be collected in a single apparatus for further processing, transmission and/or use. In this way, a complete log-book is obtained in e.g. a single device, which may be used by the user with the help of the devices to obtain detailed information of trends, current and/or previous state(s), re-occurring events, e.g. that adverse effects relating to the self-treatment occur every Sunday by using/analysing for behavioural and/or measured physiological patterns.

The short-range communications means (617) is preferably an infrared (IR) communications means/transceiver.
providing IR communication of data information between the medical device (100) and the additional medication device (405).

[0141] Alternatively, the short-range communications means (617) is an inductive means i.e. comprising inductive coils or the like in each device.

[0142] As another alternative, the short-range communications (617) is a electrical communications means, i.e. a simple switch mechanism that may be used to transfer data information between devices.

[0143] The embodiments of the short-range communication means (617') are explained in greater detail in connection with Figures 7a - 7c.

[0144] Additionally, the energy/power used for communication between the apparatuses is minimized and/or reduced since only (very) short-range communication needs to be used when the cap/medical device (100) is fitted on, etc. to the additional medication device (405). This is very important, especially for portable apparatuses, since reduced energy consumption extends the time between the need for charging a power source of the apparatuses, like a battery, etc., prolongs the time where the apparatuses may be used and/or extends the life-time of a non-chargeable power source.

[0145] Figure 6b illustrates communication between a medical device according to the present invention and other medical devices. Shown are a medical device (100) according to the present invention, a CGM biosensor (601), a drug administration device (405), a schematic representation of additional medical device(s) (405), and a general base unit (620).

[0146] The general base unit (620) comprises a display (621), a user interface and, preferably, wireless communication means/a wireless transceiver for collecting and/or exchange relevant data information from the other devices (601, 405).

[0147] The information may be viewed at the display (621) and stored at the base unit (620) and be transmitted to the medical device (100) using short-range communication means (617) when docking, fitting, clicking-on, screw-into, snap-with, etc. the medical device (100) and the base unit (620), as described earlier. Alternatively, the base unit (620) and the medical device (100) is provided with wireless communications means/a transceiver instead or in addition to the short-range means (617), as indicated by the arrow in parenthesis.

[0148] In this way, an easy way of obtaining additional information from various other relevant devices is provided.

[0149] Figures 7a - 7c illustrate examples of various embodiments of the short-range communication means.

[0150] Figure 7a illustrates an embodiment of the short-range communication means adapted to communicate optically. Shown is an example of an embodiment of infrared (IR) communication means/transceivers. Shown are a receiver part (701) of the medical device part and a transmitter part (702) of an additional medical device. Alternatively, the medical device part and additional medical device is each provided with a receiver (701) and a transmitter (702) thereby enabling two-way communication.

[0151] Figure 7b illustrates an embodiment of the short-range communication means adapted to communicate via an electrical switch. Shown is a cross-sectional view of an example of an embodiment of simple mechanical/electrical communication means in the form of switches. Shown are the communication switches of a medical device part (701) and of an additional medical device (702). The communications switches (703; 703') of the medical part (701) have an electric connection between them when the medical device part and additional device (701; 702) is not docked, fitted onto, in an interrelated communication position, etc. When the two devices (701; 702) are brought together then a first switch/switch part (704) of the additional device (702) touches and moves the first switch/switch part (703) of the medical device part (701) thereby establishing an electronic connection between them (703, 704) and breaking the connection of switch/switch part (703) and (703'). During the same movement a second switch/switch part (704') of the additional device (702) touches the second switch/switch part (703') of the medical device part (701) thereby establishing an electronic connection. The breaking of the connection between the first switch/switch part (703) and the second switch/switch part (703') may determine when communication, transfer of information, etc. may be initiated.

[0152] The first (704) and second switch/switch part (704') of the second apparatus is preferably separated by an insulation layer (705).

[0153] Figure 7c illustrates an embodiment of the short-range communication means adapted to communicate via inductive communication. Shown is an example of an embodiment of simple inductive communication means where current induced in a resonance circuit is used to transfer information. Shown are a receiver part (701) of a medical device part and a transmitter part (702) of an additional medical device. Alternatively, the medical device part and the additional medical device is each provided with a receiver (701) and a transmitter (702) thereby enabling two-way communication.

Claims

1. A portable medical device (100) for communication of medical data information comprising;
- a medical device part (101) comprising:
  - discrete and/or substantially continuously body fluid analysis means (106),
  - drug administration means (106),
  - a first processor (104) and first storage means (103),

- a communication device part (102) comprising:
  - a second processor (104') and second storage means (103'), and
  - communication means (105),

where the medical device part (101) and the communication device part (102) is connected via a physical interface allowing for exchange of data information according to a predetermined protocol, the exchange of data information is under the control of the medical device part (101), and where the other functionalities of each of said device parts are separated; and wherein

the predetermined protocol comprises the medical device part (101) acting as a master and the communication device part (102) acting as a slave where the exchange of information is done by the medical device part (101) polling the communication device part (102).

2. A device according to claim 1, characterized in that the medical device part (102) further comprises one or more of:
   - a user interface (201; 202),
   - at least one medical transducer (106)
   - a short-range communication means (106') for exchanging data information with at least another medical device (405).

3. A device according to claim 2, characterized in that the at least another medical device (405) is selected from the group of:
   - a drug administration device (405),
   - a blood glucose monitor (BGM) (405; 601),
   - a continuous blood glucose monitor (CGM) (405; 601),
   - an insulin administration device (405),
   - an Inhaler (405),
   - a tablet dispenser (405),
   - a lipid monitor (405),
   - a pulse monitor (405),
   - a lancet device (405),
   - a storage container (405),
   - a balance (405),
   - and any other apparatus (405) adapted to measure at least one physiological parameter.

4. A device according to claims 1-3, characterized in that the device further comprises a power supply (203) supplying the communication device part (102) with power where the power supply may be turned on and off under the control of the medical device part (101).

5. A device according to claims 1-4, characterized in that said communication means (105) is adapted to communicate according to the Bluetooth protocol.

6. A device according to claims 1-5, characterized in that said communication means (105) are adapted to communicate information according to one or more of:
   - Radio frequency (RF) communication,
   - Infrared (IR) communication,
   - HTTP (Hyper Text Transmission Protocol),
   - SHTTP (Secure Hyper Text Transmission Protocol),
   - TCP/IP (Transmission Control Protocol/Internet Protocol),
7. A device according to claims 1-6, characterized in that said communication means (105) are adapted to communicate with a wireless access point/a mobile terminal (401) where the access point/the terminal (401) is adapted to communicate according to one or more of:

- PPP (Point-to-point),
- SSL (Secure Socket Layer),
- TLS (Transport Layer Security), and
- IrDA.

8. A device according to claims 1-7, characterized in that the communication device part (101) is adapted to exchange date Information with a central server (403) via a wireless network access point (401).

9. System for supplying data from a portable medical device (100) according to claim 1 to a third party the system comprising one of said portable medical devices (100), where the system is adapted to

- automatically transmit data information from said portable medical device (100) to a central server (403) for storage in at least one database,
- process said data information, in order to derive additional information, and
- automatically transmit at least a part of the additional information to a predetermined third party, wherein said third party comprises one or more of:

  - at least one medical professional,
  - at least one relative, and
  - at least one parent.

10. System according to claim 9, characterized in that said processing is done at said server (403) and/or at said medical device (100).

11. System according to claims 9-10, characterized in that said data information comprises information representing one or more of:

- at least one blood glucose value,
- at least one value representing a body fluid level,
- at least one physiological parameter,
- amount and/or type of administered medication,
- amount and/or type of administered insulin,
- a trend of a glucose or body fluid level,
- a prediction of a glucose or body fluid level,
- timestamp in- or excluding date,
- amount of food,
- measurement of physical activity,
- notification of appointment,
- inventory logistics,
- body characteristics,
- warnings, and
- symptoms.

12. System according to claims 9-11, characterized in that the system is adapted to transmit data information from a portable medical device (100) to a central server (403) according to the Bluetooth protocol to a wireless access point (401) connected via a network (503) to the central server (403).

13. System according to claims 9-12, characterized in that the system is further adapted to exchange information between the portable medical device (100) and another medical device (405) in order to retrieve relevant data information.
14. System for collecting data information from a number of portable devices (100) according to claim 1, where the system is adapted to:

- generate data information in one of said portable devices (100), the data information relating to a clinical trial of a medical device and/or medical product,
- automatically send the data information from the portable device (100) to a central server (403) for storage in a database,
- process said data information.

Patentansprüche

1. Tragbare medizinische Vorrichtung (100) zur Kommunikation von medizinischen Dateninformationen, umfassend:

- ein medizinisches Vorrichtungsteil (101), umfassend:
  - ein eigenständiges und/oder im Wesentlichen kontinuierliches Körperflüssigkeitsanalysatormittel (106),
  - ein Arzneiverabreichungsmittel (106),
  - einen ersten Prozessor (104) und ein erstes Speichermittel (103),
- ein Kommunikationsvorrichtungsteil (102), umfassend:
  - einen zweiten Prozessor (104') und ein zweites Speichermittel (103') und
  - ein Kommunikationsmittel (105),

wobei das medizinische Vorrichtungsteil (101) und das Kommunikationsvorrichtungsteil (102) über eine physikalische Schnittstelle verbunden sind, die den Austausch von Dateninformationen gemäß einem vorgegebenen Protokoll ermöglicht, wobei sich der Austausch von Dateninformationen unter der Steuerung des medizinischen Vorrichtungssteils (101) befindet und wobei die anderen Funktionalitäten von jedem der Vorrichtungsteile getrennt sind; und wobei das vorgegebene Protokoll das als Master wirkende medizinische Vorrichtungsteil (101) und das als Slave wirkende Kommunikationsvorrichtungsteil (102) umfasst, wobei der Austausch von Informationen durch das medizinische Vorrichtungsteil (101) erfolgt, indem das Kommunikationsvorrichtungsteil (102) abgefragt wird.

2. Vorrichtung nach Anspruch 1, dadurch gekennzeichnet, dass das medizinische Vorrichtungsteil (102) des Weiteren eines oder mehr von Folgendem umfasst;

- eine Anwenderschnittstelle (201; 202),
- mindestens einen medizinischen Wandler (106)
- ein Kommunikationsmittel für kurze Strecken (106') zum Austauschen von Dateninformationen mit mindestens einer anderen medizinischen Vorrichtung (405).

3. Vorrichtung nach Anspruch 2, dadurch gekennzeichnet, dass die mindestens eine andere medizinische Vorrichtung (405) ausgewählt ist aus der Gruppe aus:

- einer Arzneiverabreichungsvorrichtung (405),
- einem Körperflüssigkeitsanalysator (405),
- einer Insulinverabreichungsvorrichtung (405),
- einem Blutzuckerüberwachungsgerät (BGM) (405; 601),
- einem kontinuierlichen Blutzuckerüberwachungsgerät (CGM) (405; 601),
- einem Inhalator (405),
- einem Tablettenspender (405),
- einem Lipidüberwachungsgerät (405),
- einem Pulsoximeter (405),
- einer Lanzenvorrichtung (405),
- einem Speicherbehälter (405),
- einer Waage (405),
- und einem beliebigen anderen Gerät (405), das zum Messen von mindestens einem physiologischen Parameter angepasst ist.
4. Vorrichtung nach Anspruch 1-3, **dadhurch gekennzeichnet, dass** die Vorrichtung des Weiteren eine Stromzufuhr (203) umfasst, die das Kommunikationsvorrichtungsteil (102) mit Strom versorgt, wobei die Stromzufuhr unter der Steuerung des medizinischen Vorrichtungsteils (101) ein- und ausgeschaltet werden kann.

5. Vorrichtung nach Anspruch 1-4, **dadhurch gekennzeichnet, dass** das Kommunikationsmittel (105) zum Kommunizieren gemäß dem Bluetooth-Protokoll angepasst ist.

6. Vorrichtung nach Anspruch 1-5, **dadhurch gekennzeichnet, dass** die Kommunikationsmittel (105) zum Weitergeben von Informationen an eines oder mehreren von Folgendem angepasst sind:
   - Funkfrequenz(RF)-Kommunikation,
   - Infrarot(IR)-Kommunikation,
   - HTTP (Hyper Text Transmission Protocol),
   - SHTTP (Secure Hyper Text Transmission Protocol),
   - TCP/IP (Transmission Control Protocol/Internet Protocol),
   - PPP (Point-to-Point),
   - SSL (Secure Socket Layer),
   - TLS (Transport Layer Security), und
   - IrDA.

7. Vorrichtung nach Anspruch 1-6, **dadhurch gekennzeichnet, dass** die Kommunikationsmittel (105) zum Kommunizieren mit einem drahtlosen Zugangspunkt/einem mobilen Anschluss (401) angepasst sind, wobei der Zugangspunkt/der Anschluss (401) zum Kommunizieren nach einem oder mehreren von Folgendem angepasst ist:
   - GSM (Global System for Mobile communication),
   - GPRS (General Packet Radio System), und
   - UMTS (Universal Mobile Telephone System).

8. Vorrichtung nach Anspruch 1-7, **dadhurch gekennzeichnet, dass** das Kommunikationsvorrichtungsteil (101) zum Austauschen von Dateninformationen mit einem Zentralserver (403) über einen drahtlosen Netzwerkzugangspunkt (401) angepasst ist.

9. System zum Einspeisen von Daten aus einer tragbaren medizinischen Vorrichtung (100) nach Anspruch 1 in einen dritten Teilnehmer, wobei das System eine der tragbaren medizinischen Vorrichtungen (100) umfasst, wobei das System angepasst ist, um
   - Dateninformationen von der tragbaren medizinischen Vorrichtung (100) zu einem Zentralserver (403) zum Speichern in mindestens einer Datenbank automatisch zu übertragen,
   - die Dateninformationen zu verarbeiten, um zusätzliche Informationen abzuleiten, und
   - mindestens einen Teil der zusätzlichen Informationen zu einem vorbestimmten dritten Teilnehmer automatisch übertragen, wobei der dritte Teilnehmer eines oder mehrere von Folgendem umfasst:
     - mindestens einen medizinischen Fachmann
     - mindestens einen Verwandten, und
     - mindestens ein Elternteil.

10. System nach Anspruch 9, **dadhurch gekennzeichnet, dass** die Verarbeitung an dem Server (403) und/oder an der medizinischen Vorrichtung (100) erfolgt.

11. System nach Anspruch 9-10, **dadhurch gekennzeichnet, dass** die Dateninformationen Informationen umfassen, die eines oder mehrere von Folgendem darstellen:
   - mindestens einen Blutzuckerwert,
   - mindestens einen Wert, der einen Körperflüssigkeitsspiegel darstellt,
   - mindestens einen physiologischen Parameter,
   - Menge und/oder Typ der verabreichten Medikation,
   - Menge und/oder Typ des verabreichten Insulins,
   - Verlauf eines Zucker- oder Körperflüssigkeitsspiegels,
12. System nach Anspruch 9-11, dadurch gekennzeichnet, dass das System zum Übertragen von Dateninformationen von einer tragbaren medizinischen Vorrichtung (100) zu einem Zentralserver (403) gemäß dem Bluetooth-Protokoll zu einem über ein Netzwerk (503) mit dem Zentralserver (403) verbundenen drahtlosen Zugangspunkt (401) angepasst ist.

13. System nach Anspruch 9-12, dadurch gekennzeichnet, dass das System des Weiteren zum Austausch von Informationen zwischen der tragbaren medizinischen Vorrichtung (100) und einer anderen medizinischen Vorrichtung (405) angepasst ist, um relevante Dateninformationen abzurufen.

14. System zum Sammeln von Dateninformationen aus einer Anzahl an tragbaren medizinischen Vorrichtungen (100) nach Anspruch 1, wobei das System angepasst ist, um:

- Dateninformationen in einer der tragbaren Vorrichtungen (100) zu erzeugen, wobei die Dateninformationen eine klinische Untersuchung einer medizinischen Vorrichtung und/oder ein medizinisches Produkt betreffen,
- die Dateninformationen von der tragbaren Vorrichtung (100) automatisch zu einem Zentralserver (403) zum Speichern in einer Datenbank zu senden,
- die Dateninformationen zu verarbeiten.

Revendications

1. un dispositif médical portable (100) pour la communication d'informations de données médicales, comprenant :

- une partie formant dispositif médical (101), comprenant :
  - des moyens d'analyse discrète et/ou substantiellement continue de fluides corporels (106),
  - des moyens d'administration de médicament (106),
  - un premier processeur (104) et des premiers moyens de stockage (103),
- une partie formant dispositif de communication (102) comprenant :
  - un second processeur (104') et des seconds moyens de stockage (103'), et
  - des moyens de communication (105),

où la partie formant dispositif médical (101) et la partie formant dispositif de communication (102) sont connectées via une interface physique autorisant l'échange d'informations de données selon un protocole prédéterminé, l'échange d'informations de données étant sous contrôle de la partie formant dispositif médical (101), et où les autres fonctionnalités de chacune desdites parties formant dispositif sont séparées, et où le protocole prédéterminé comprend la partie formant dispositif médical (101) jouant le rôle de maitre et la partie formant dispositif de communication (102) celui d'esclave, où l'échange d'informations est effectué par la partie formant dispositif médical (101) interrogant la partie formant dispositif de communication (102).

2. Un dispositif selon la revendication 1, caractérisé en ce que la partie formant dispositif médical (102) comprend en outre un ou plusieurs parmi :

- une interface utilisateur (201 ; 202),
- au moins un transducteur médical (106) ;
- des moyens de communication à courte portée (106') pour échanger des informations de données avec au
3. Un dispositif selon la revendication 2, **caractérisé en ce que** le au moins un autre dispositif médical (405) est choisi dans le groupe formé par :

- un dispositif d’administration de médicament (405),
- un analyseur de fluides corporels (405),
- un dispositif d’administration d’insuline (405),
- un moniteur de glucose sanguin (BGM) (405 ; 601),
- un moniteur de glucose sanguin en continu (CGM) (405 ; 601),
- un inhalateur (405),
- un distributeur de comprimés (405),
- un moniteur de lipides (405),
- un moniteur de pouls (405) ;
- un dispositif formant bistouri (405),
- un conteneur de stockage (405),
- une balance (405),
- et tout autre appareil (405) apte à mesurer au moins un paramètre physiologique.

4. Un dispositif selon les revendications 1 à 3, **caractérisé en ce que** le dispositif comprend en outre une alimentation de puissance (203) délivrant de l’énergie à la partie formant dispositif de communication (102), où l’alimentation de puissance peut être allumée et éteinte sous le contrôle de la partie formant dispositif médical (101).

5. Un dispositif selon les revendications 1 à 4, **caractérisé en ce que** lesdits moyens de communication (105) sont aptes à communiquer conformément au protocole Bluetooth.

6. Un dispositif selon les revendications 1 à 5, **caractérisé en ce que** lesdits moyens de communication (105) sont aptes à communiquer des informations selon une ou plusieurs parmi :

- communication radiofréquence (RF),
- communication infrarouge (IR),
- HTTP (Hyper Text Transmission Protocol),
- SHTTP (Secure Hyper Text Transmission Protocol),
- TCP/IP (Transmission Control Protocol/Internet Protocol),
- PPP (Point-to-point),
- SSL (Secure Socket Layer),
- TLS (Transport Layer Security), et
- IrDA.

7. Un dispositif selon les revendications 1 à 8, **caractérisé en ce que** lesdits moyens de communication (105) sont aptes à communiquer avec un point d’accès sans fil/un terminal mobile (401), où le point d’accès/le terminal (401) est apte à communiquer selon un ou plusieurs parmi :

- GSM (Global System for Mobile communication),
- GPRS (General Packet Radio System), et
- UMTS (Universal Mobile Telephone System).

8. Un dispositif selon les revendications 1 à 7, **caractérisé en ce que** la partie formant dispositif médical (101) est apte à échanger des informations de données avec un serveur central (403) via un point d’accès réseau sans fil (401).

9. Système pour délivrer des données depuis un dispositif médical portable (100) selon la revendication 1 vers un tiers, le système comprenant l’un desdits dispositifs médicaux portables (100), où le système est apte à :

- émettre automatiquement des informations de données dudit dispositif médical portable (100) vers un serveur central (403) pour stockage dans au moins une base de données,
- traiter lesdites informations de données, afin de dériver des informations additionnelles, et
- émettre automatiquement au moins une partie des informations additionnelles vers un tiers prédéterminé, où ledit tiers comprend un ou plusieurs parmi :
- au moins un professionnel médical,
- au moins un proche, et
- au moins un parent.

10. Système selon la revendication 9, caractérisé en ce que ledit traitement est effectué à l’endroit dudit serveur (403) et/ou dudit dispositif médical (100).

11. Système selon les revendications 9 à 10, caractérisé en ce que lesdites informations de données comprennent des informations représentant un ou plusieurs parmi :
- au moins une valeur de glucose sanguin,
- au moins une valeur représentant un niveau de fluide corporel,
- au moins un paramètre physiologique,
- une quantité et/ou un type de médication administrée,
- une quantité et/ou un type d’insuline administrée,
- une tendance d’un niveau de glucose ou de fluide corporel,
- une prédiction d’un niveau de glucose ou de fluide corporel,
- un horodatage avec ou sans date,
- une quantité d’aliment,
- la mesure d’une activité physique,
- la notification d’un rendez-vous,
- de la logistique d’inventaire,
- des caractéristiques corporelles,
- des alarmes, et
- des symptômes.

12. Système selon les revendications 9 à 11, caractérisé en ce que le système est apte à émettre des informations de données à partir d’un dispositif médical portable (100) vers un serveur central (403) selon le protocole Bluetooth vers un point d’accès sans fil (401) relié via un réseau (503) au serveur central (403).

13. Système selon les revendications 9 à 12, caractérisé en ce que le système est en outre apte à échanger des informations entre le dispositif médical portable (100) et un autre dispositif médical (405) afin de retrouver des informations de données pertinentes.

14. Système pour collecter des informations de données à partir d’un certain nombre de dispositifs portables (100) selon la revendication 1, où le système est apte à :
- générer des informations de données dans l’un des dispositifs portables (100), les informations de données concernant un essai clinique d’un dispositif médical et/ou d’un produit médical,
- envoyer automatiquement les informations de données du dispositif portable (100) vers un serveur central (406) pour stockage dans une base de données,
- traiter lesdites informations de données.
Figure 2
Figure 5
Figure 6b
Figure 7a
Figure 7c

Figure 7b
REFERENCES CITED IN THE DESCRIPTION

This list of references cited by the applicant is for the reader’s convenience only. It does not form part of the European patent document. Even though great care has been taken in compiling the references, errors or omissions cannot be excluded and the EPO disclaims all liability in this regard.

Patent documents cited in the description

- EP 0519137 A [0004]