EUROPEAN PATENT SPECIFICATION

Date of publication and mention of the grant of the patent: 27.10.2010 Bulletin 2010/43

Application number: 04744606.7

Date of filing: 19.07.2004

Int Cl.: A61B 6/06 (2006.01) G21K 1/02 (2006.01)

International application number: PCT/IB2004/051249

International publication number: WO 2005/009243 (03.02.2005 Gazette 2005/05)

Designated Contracting States:
AT BE BG CH CY CZ DE DK EE ES FI FR GB GR HU IE IT LI LU MC NL PL PT RO SE SI SK TR

Priority: 30.07.2003 EP 03102349

Date of publication of application: 03.05.2006 Bulletin 2006/18

Proprietors:
• Philips Intellectual Property & Standards GmbH
  20099 Hamburg (DE)
  Designated Contracting States:
  DE
• Koninklijke Philips Electronics N.V.
  5621 BA Eindhoven (NL)
  Designated Contracting States:
  AT BE BG CH CY CZ DK EE ES FI FR GB GR HU IE IT LI LU MC NL PL

Inventors:
• MOLLUS, Sabine,
  c/o Philips Intellectual Pty
  52066 Aachen (DE)
• WEESE, Jürgen,
  c/o Philips Intellectual Pty
  52066 Aachen (DE)
• BRAESS, Henning,
  c/o Philips Intellectual Pty
  52066 Aachen (DE)

Representative: Damen, Daniel Martijn et al
Philips Intellectual Property & Standards
High Tech Campus 44
5656 AE Eindhoven (NL)

References cited:

Note: Within nine months of the publication of the mention of the grant of the European patent in the European Patent Bulletin, any person may give notice to the European Patent Office of opposition to that patent, in accordance with the Implementing Regulations. Notice of opposition shall not be deemed to have been filed until the opposition fee has been paid. (Art. 99(1) European Patent Convention).
Description

[0001] The invention relates to an X-ray unit for generating images of a body, which unit has an automatically adjustable collimator. Furthermore, it relates to a method for producing X-ray pictures of a body using automatic adjustment of a collimator.

[0002] X-ray units for recording medical X-ray images comprise, as a rule, a collimator having nontransparent closure parts and semitransparent diaphragm wedges whose adjustment makes it possible to shape the X-ray beam in such a way that only parts of the patient's body that are of interest are irradiated with the desired radiation intensity. Furthermore, collimators typically comprise filter elements in order to vary the spectrum of the beam in the desired way. The most important advantages of the use of a collimator are in the improvement of the image quality, in the reduction of the risk of radiation damage to a patient (for example, skin damage) and in the reduction of scattered radiation to which the staff are exposed during the image recording. In this connection, the reduction in radiation exposure is important, particularly in view of the prolonged diagnostic and therapeutic interventions accompanied by X-ray fluoroscope observation that are increasingly taking place.

[0003] Collimators are at present predominantly adjusted by hand by the attendant staff. However, this is not only relatively cumbersome, but also distracts from the actual activity. The adjustment of the collimators is therefore frequently not carried out, with corresponding disadvantages in regard to image quality and radiation exposure.

[0004] US 6 055 259 proposes an automatic adjustment of a collimator to protect the X-ray detector from unattenuated direct radiation. In this case, exploratory X-ray pictures are produced at the beginning of an intervention in which directly irradiated detector zones are automatically distinguished from those that are shaded by the patient's body. The collimator is then adjusted so that the zones not shaded by the body are blocked out in the subsequent X-ray pictures. The method is intended, in particular, for pictures of a patient's legs since, in this case, the parts of the body imaged are relatively narrow and large zones of the detector are exposed to direct radiation. In the case of other medical applications, such as, for example, cardiac interventions, such a method is, however, not of use since the X-ray pictures do not in that case include any zones of direct radiation anyway.


[0006] Against this background, it is an object of the present invention to provide means for the simplified utilization of the adjustment possibilities of the collimator of an X-ray unit.

[0007] This object is achieved by an X-ray unit having the features of claim 1 and also by a method having the features of claim 10. The subclaims contain advantageous configurations.

[0008] The X-ray unit according to the invention serves to generate images of a (biological) body and comprises the following components:

   a) An X-ray source for producing an X-ray beam.
   b) An automatically adjustable collimator comprising diaphragm elements that are not transparent and/or are semitransparent to X-ray radiation, with which an X-ray beam leaving the X-ray source can be limited in its shape and/or locally attenuated, and/or having filter elements with which the spectrum of the X-ray beam can be varied.
   c) An X-ray detector that is disposed in the path of the X-ray beam and the amount of X-ray radiation striking it can be measured with positional resolution, in which connection the body to be imaged is to be disposed between the X-ray source and the X-ray detector.
   d) A data processing unit that is coupled to the collimator and the X-ray detector and that is designed to perform the two steps below:

- Localization on one or more X-ray pictures of the body to be transmitted by the X-ray detector a region of interest within the body to be X-rayed. These X-ray pictures are also described below for the purpose of differentiation as "first X-ray pictures" without a restriction in regard to the instant of their production being associated therewith. The region of interest (ROI) is, as a rule, predetermined by the particular underlying application. In particular, it can be defined by an organ or a portion of an organ, for example, by a part of a coronary vessel in the case of cardiac interventions. Said region can be localized on an X-ray picture semi-automatically or even fully automatically with the aid of known methods of image analysis, a user in the first case providing interactively certain additional information items, such as, for instance, the beginning and the end of a vessel portion of interest.

- Adjustment of the collimator in such a way that the "subsequent" X-ray pictures generated are concentrated on the region of interest. The precise manner of "concentration" of an X-ray picture on a region of interest may take place in various ways depending on the application or depending on the specification of a user. As a rule, the concentration will include a best possible display of the region of interest and a blocking-out of all the body regions not belonging to the region of interest. In this connection, the transition between these two extremes is typically rendered smooth with the aid of wedge-shaped, semi-transparent diaphragm elements so that certain residual information remains detectable in this zone with reduced radiation exposure.
The X-ray unit described has the advantage that it includes a fully automatic and at least largely automated adaptation of a collimator to the display of a region of interest, said region being defined and specified on the basis of the application and the patient. That is to say, that, for example, an intervention at the aorta is based on a region of interest that is different in size and shape from that of interventions at the coronary vessels. It is furthermore of importance that the region of interest is a specific body region, for example an organ or a part of an organ of the body. The imaging method is therefore advantageously oriented towards the anatomy of a patient and not, for instance, towards certain instruments or the like.

In accordance with a preferred configuration of the invention, the region of interest is defined in such a way that all the positions of a body structure to be observed, such as, for example, an organ, that said body structure can assume during a periodic movement of the body are covered in the resultant irradiation field after adjusting the collimator. In many application cases, the position of an organ of interest periodically varies in fact as a result of body movements, such as the heartbeat and/or respiration. In order, nevertheless, to ensure a sufficiently good coverage of the body structure on the X-ray pictures and, on the other hand, to avoid constantly readjusting the collimator, the region of interest is therefore chosen large enough at the outset for all the positions of the organ encountered to be in the imaging region.

Proceeding from a certain body structure to be observed, such as, for instance, an organ, a region of interest of the above-described type can be specified, for example, in that it covers the body structure together with a circumferential peripheral zone of predetermined width. Preferably, the data processing unit is, however, designed to determine a correspondingly widely defined region of interest on the basis of a plurality of first X-ray pictures that originate from various phases of the periodic movement. That is to say the position of a body structure to be observed is always localized in the plurality of X-ray pictures and the region of interest is specified in such a way that a collimator adjusted thereto covers by means of its irradiation field all the positions determined and possibly also an additional (smaller) safety border around it.

As already explained, the region of interest may be a portion of a vessel. In this case, the first X-ray pictures are preferably made in such a way that they display a previously injected contrast medium inside the portion of interest in the vessel system. Furthermore, the data processing unit is at the same time designed to determine the vessel pattern in said portion in the first X-ray pictures and use it to determine the vessel pattern.

In accordance with another embodiment, the X-ray unit comprises means for the qualitative and quantitative localization of a movement of the region of interest in the body, in which connection said movement may be produced, for example, by moving the patient on the examination table or by displacing the examination table. In this connection, the movement should be defined relative to the imaging parts of the X-ray unit so that, for example, a variation in the position of the X-ray source and/or X-ray detector is also detected as a movement of the region of interest. Furthermore, in this configuration of the X-ray unit, the data processing unit is designed to readjust the adjustment of the collimator in such a way that the imaging remains concentrated on the region of interest, that is to say the movement of the region of interest is compensated for in the X-ray pictures produced.

The means of detecting the movement may comprise, in particular, sensors that detect a displacement of the examination table on which the patient is lying. Furthermore, they may comprise sensors for logging the X-ray picture parameters (position, angle, spacings, mode, etc., of the radiation source and of the X-ray detector).

In a preferred embodiment of the above-described X-ray unit, the data processing unit is designed to estimate the movement of the region of interest from an image analysis of the "subsequent" X-ray pictures. That is to say X-ray pictures produced during an examination are constantly examined for whether a movement has taken place in the region of interest. Once such a movement has been detected and its extent has been determined, the data processing unit can respond thereto by means of an appropriate readjustment of the collimator and the region of interest can continue to be kept in the imaging region. Preferably, this procedure is combined with the abovementioned means that determine the variation of boundary conditions (patient table, X-ray unit, etc.) by means of sensors.

The localization of a region of interest on the first X-ray pictures and/or the evaluation of the subsequent X-ray pictures (for instance, for the purpose of movement estimation) will in practice always lead to results subject to uncertainties. For example, an inadequate image quality may make a precise localization of an organ of interest impossible. For this reason, the data processing unit is preferably designed in such a way that it moves the collimator to a specified standard position if the region of interest cannot be localized with adequate certainty from the start or can no longer be adequately localized in the course of the method. In this respect, a quantitative standard of certainty to be applied must be defined by known methods and its maintenance must be checked. The standard adjustment of the collimator is specified in accordance with the requirements of a user for the application case concerned. In particular, the collimator may be opened to a maximum in order to ensure the coverage of the region of interest in the X-ray pictures.
at all events.

In accordance with another embodiment of the invention, the X-ray unit is designed to undertake a three-dimensional localization of the (three-dimensional) region of interest from the first X-ray pictures. For this purpose, the X-ray unit is typically designed as a rotational X-ray device that generates pictures of the body from various projection directions from which the field of observation, including the region of interest, can be reconstructed three-dimensionally. In this respect, the data processing unit is furthermore designed to readjust the collimator in the event of an alteration in the picture direction during the subsequent (two-dimensional) X-ray pictures in such a way that a concentration continues to exist on the region of interest. With the aid of the three-dimensional localization of the region of interest, it is therefore, for example, also possible to compensate for tilting of the X-ray device.

The invention furthermore relates to a method for generating X-ray pictures of a body that comprises the following steps:

a) generation of at least one first X-ray picture of the body;

b) localization of a region of interest inside the body on the first X-ray picture(s);

c) automatic adjustment of a collimator in such a way that the subsequent X-ray pictures are concentrated on the region of interest.

In general form, the method comprises the steps that can be executed with an X-ray device of the above-described type. Reference is therefore made to the above description of the X-ray unit in regard to the details, advantages and embodiments of the method.

These and other aspects of the invention are apparent from and will be elucidated with reference to the embodiments described hereinafter.

The sole Figure shows diagrammatically the components of an X-ray unit according to the invention.

In order to generate an X-ray picture of a body of a patient, the X-ray unit comprises an X-ray radiation source 7 having an X-ray tube that generates X-ray radiation with the aid of an X-ray voltage provided by a generator, and also an X-ray detector 4 that measures with positional resolution the X-ray radiation transmitted by the body of the patient 5. The X-ray detector 4 is furthermore coupled to a picture acquisition unit 1 for reading out the individual image sensors. The control of the X-ray unit and the processing of the acquired (digitized) X-ray images is effected by a data processing unit 2 that, for this purpose, is coupled to the picture acquisition unit 1 and the X-ray radiation source 7. Furthermore, the data processing unit 2 is coupled to a system console 8 via which a user can input commands and can control the recording procedure and also to a display unit 3 for displaying the X-ray picture taken.

The X-ray unit furthermore comprises a collimator 6 of which the Figure indicates two closure parts intervening in the X-ray beam and a filter as representative. The collimator furthermore includes a so-called primary-beam filter (not shown) comprising an iris that transmits only a conical radiation beam of the radiation generated by the X-ray tube, and also a beam filter. Beam filters in the collimator are frequently used to control the radiation quality and to reduce the patient dose.

The collimator 6 is likewise coupled to the data processing unit 2, the latter being able to transmit commands for adjusting the filter elements and diaphragm elements on the collimator 6 to the desired positions, where said commands are executed by a suitable automatic positioning system.

In the Figure, the boundaries of the X-ray cone that result from a maximum opening of the collimator 6 are indicated by broken lines. For most examinations, however, only a very much smaller region of the body, for example, the diagrammatically indicated portion of a vessel 10, is of interest. In order to minimize the radiation exposure of patient and personnel and to improve the image quality, the X-ray beam is therefore advantageously limited by the collimator 6 in such a way that it essentially covers only the region of the body of interest. The application-specific method explained below is intended to relieve the physician in this respect of a manual adjustment of the collimator 6 in that the variously shaped diaphragm and filter units of the collimator 6 are automatically adjusted to suit the anatomy of the patient 5.

In this connection, in a first step, an organ 10 of interest or a part thereof is fully automatically or semi-automatically segmented in the data processing unit 2 on "first" X-ray pictures generated by the X-ray unit. Using the result of this segmentation, an application-specific "region of interest", referred to below as ROI, is then specified. The data processing unit 2 then drives the collimator 6 in such a way that the diaphragm and filter elements are adjusted in accordance with a restriction of the X-ray beam to the specified ROI (reference numeral 9 on the image shown by the monitor 3).

In particular, in the case of cardiac interventions, the specification of an ROI can comprise the estimate of movement during a heart cycle and/or a respiratory cycle to ensure that the organ (part) 10 of interest always remains in the image despite spontaneous movement. Furthermore, movement can be continuously detected and estimated after the initial adjustment of the collimator 6 so that the collimator 6 can be readjusted accordingly in the event of a movement (going beyond heartbeat/or respiration). Should it not be possible to adjust the collimator 6, for example because the projection direction of the X-ray unit has been changed, the collimator 6 is preferably opened up to a standard adjustment in order to ensure coverage of the ROI.

The method sketched generally above is now explained in greater detail using the example of the treatment of an aortic aneurysm. In such a treatment, a stent attached to a catheter is introduced into the vessel sys-
tem up to the point of the aneurysm. The stent is then released, whereupon it unfolds and strengthens the aorta by generating a new, more stable channel for the blood flow, while the aneurysm is isolated from the circulation. Typical features of such an intervention are:

1. a clear definition of the region of interest ROI by the shape of the aorta;
2. as a rule, very little patient movement;
3. a movement of the examination table that takes place as a rule only along the axis of the aorta;
4. imaging of the lesion in the anterior-posterior direction, during which the projection angle is normally not changed during the intervention.

[0029] In the first step in the method, the aorta and associated vessel portions are segmented from an angiographic picture sequence that is typically acquired at the start of the intervention. In this connection, by means of an analysis of certain picture properties (for example checking whether a subtractive image is involved and whether the sequence shows a bolus of contrast agent that is flowing through the vessel system), it can be decided whether a sequence is suitable for an automatic segmentation of the ROI. Alternatively, the system can be designed in such a way that the physician activates the "ROI imaging" protocol precisely when the last sequence chose precisely the clinically relevant region.

[0030] After this general classification step, a single image is determined from the available angiographic sequence, which image serves as a master for the subsequent segmentation step. Either an image is selected by image analysis methods or the minimum image is calculated from all the images of the angiographic sequence or a selection of them. The clinically relevant ROI can then be segmented automatically with the aid of said individual image. In this connection, an anatomical model may be helpful in distinguishing between the aorta and relevant vessels, on the one hand, and smaller vessels, on the other.

[0031] A region of interest ROI is defined, for example, by a contour that includes the segmentation result. The diaphragm and filter elements in the collimator 6 can then be adjusted in such a way that the region of interest is now imaged. The definition of the region of interest ROI and the collimator adjustment can be executed completely automatically by detecting the inflow of the contrast agent.

[0032] During the subsequent intervention, an image of the initially recorded angiographic sequence comprising the corresponding region of interest is normally registered by means of a current image. Typically, the imaging is performed during the intervention in a low-dose fluoroscopic mode (LDF) and generally without administering a contrast agent. Apart from the instruments opaque to X-rays that may be present, only certain background information (for example, vertebral bodies, tissue) are visual on the current pictures. In the prior art, however, various registration methods and similarity measures are known with which registration is rapidly and reliably possible on the basis of differences in the images (cf. T.M. Buzug, J. Weese: "Image registration for DSA quality enhancement", Comput. Med. Imag. Graph. 1998, 22, 103; T.M. Buzug, J. Weese: "Voxel-based similarity measures for medical image registration in radiological diagnosis and image guided surgery", J. Comput. Inf. Tech. 1998, 6(2), 165).

[0033] Furthermore, a movement detection and estimation has to be performed in order to adjust the collimator 6 in the event of occurrence of a movement (table tilting, patient movement, etc.). In this operation, information items and parameters of the imaging system, such as, for example, the projection direction, the position of the examination table and the II mode, can be used to obtain a more reliable result. If the movement should be so large that the specified ROI cannot be localized in the current image, the diaphragm and filter elements of the collimator are removed from the field of view in order to ensure imaging and to make the method as robust, automated and reliable as possible.


[0035] The steps in the method explained above in greater detail can be modified in a suitable way for other applications, in which connection the choice between various procedures implemented in the software of the data processing unit 2 can be made by the user at the start of an intervention. For example, in the treatment of a stenosis in the coronary arteries (PTCA: percutaneous transluminal coronary angioplasty), it may be impossible to identify the segment of a coronary vessel of interest fully automatically. In an interactive intermediate step, a cardiologist may therefore display a starting point and a finishing point of the vessel segment of interest on an angiographic image. An automatic segmentation of the vessel segment may then take place, for example, using a method based on a front propagation and a vessel filter (S. Young, V. Pekar, J. Weese: "Vessel segmentation for visualization of MRA with bloodpool contrast agent", Medical Image Computing and Computer Assisted Interventions (MICCAI2001), W.J. Niessen, M.A. Viergever, eds.; Lecture Notes in Computer Science 2208, 2001).

[0036] Furthermore, in such an application, it is undesirable to adjust the filter elements of the collimator 6 constantly as a function of heartbeat and respiration. For this reason, the region of interest is defined large enough
for the associated collimator adjustment to cover the vessel segment of interest during all the heartbeat and respiration phases that occur. Similarly, account must also be taken of heartbeat and respiration during movement estimation and compensation for the purpose of adapting the collimator adjustment.

[0037] If data are available from a three-dimensional X-ray angiography, the organ of interest is preferably defined and segmented three-dimensionally. With the aid of such three-dimensional data, the collimator 6 can then also be readjusted if the projection direction is changed during the subsequent X-ray pictures.

[0038] Extensive automation of the system described ensures that the advantages of imaging limitation to a region of interest can also be used in practice. The radiation exposure can thereby be minimized for patients and staff. The image quality in the region of interest increases as a result of less scattered radiation in the periphery. Therefore, either the visibility of spirals or wire meshes for embolizing vessels, stents and the like can be improved or the dose can be reduced with constant visibility of details. Since not only the forward scattering but also the back scattering is reduced, the radiation exposure is reduced for the medical staff.

Claims

1. An X-ray unit for generating imagings of a body, comprising
   a) an X-ray source (7);
   b) an automatically adjustable collimator (6) for limiting, locally attenuating and/or filtering an X-ray beam;
   c) an X-ray detector (4);
   d) a data processing unit (2) that is coupled to the collimator (6) and the X-ray detector (4) and that is designed to fully automatically or semi-automatically localize a region of interest (9) inside the body based on image segmentation of at least a first X-ray picture of the body transmitted by the X-ray detector (4) and to adjust the collimator (6) such that the subsequent X-ray pictures are concentrated on the region (9) of interest.

2. An X-ray unit as claimed in claim 1, characterized in that the data processing unit (2) is designed to determine the region of interest (9) on the basis of a plurality of first X-ray pictures from different phases of the periodic movement of the body (5).

3. An X-ray unit as claimed in claim 1, characterized in that the first X-ray pictures display a contrast agent inside a vessel system and the data processing unit (2) is designed to determine the course of the vessels from the detection of the contrast agent on the first X-ray pictures.

4. An X-ray unit as claimed in claim 1, characterized in that the data processing unit (2) is designed to estimate the movement of the region (9) of interest from an image analysis of the subsequent X-ray pictures.

5. An X-ray unit as claimed in claim 1, characterized in that it comprises means for detecting a movement of the region of interest (9) of the body, and in that the data processing unit (2) is designed to readjust the adjustment of the collimator (6) such that the concentration on the region of interest (9) remains intact.

6. An X-ray unit as claimed in claim 1, characterized in that it comprises means for detecting a movement of the region of interest (9) of the body, and in that the data processing unit (2) is designed to readjust the adjustment of the collimator (6) such that the concentration on the region of interest (9) remains intact.

7. An X-ray unit as claimed in claim 6, characterized in that the data processing unit (2) is designed to estimate the movement of the region (9) of interest from an image analysis of the subsequent X-ray pictures.

8. An X-ray unit as claimed in claim 1, characterized in that it is designed to move the collimator (6) to a specified standard adjustment if the region (9) of interest cannot be localized or cannot be localized any longer with adequate certainty.

9. An X-ray unit as claimed in claim 1, characterized in that it is designed to undertake a three-dimensional localization of the region of interest from the first X-ray pictures, and in that the data processing unit (2) is furthermore designed to readjust the collimator (6) in the event of an alteration in the recording direction while the subsequent X-ray pictures are being taken.

10. A method of generating X-ray pictures of a body, comprising the steps of:
   a) generating at least a first X-ray picture of the body;
   b) fully automatically or semi-automatically localization of a region (9) of interest inside the body based on image segmentation of the first X-ray picture;
   c) automatic adjustment of a collimator (6) such that the subsequent X-ray pictures are concentrated on the region (9) of interest.

Patentansprüche

1. Röntgeneinheit zum Erzeugen von Bildern eines...
Körpers, wobei die Röntgeneinheit Folgendes umfasst:

a) eine Röntgenquelle (7);
b) einen automatisch einstellbaren Kollimator (6) zum Begrenzen, lokalen Abschwächen und/oder Filtern eines Röntgenstrahlenbündels;
c) einen Röntgendetektor (4);
d) eine Datenverarbeitungseinheit (2), die mit dem Kollimator (6) und dem Röntgendetektor (4) gekoppelt ist und die vorgesehen ist, um eine interessierende Region (9) innerhalb des Körpers basierend auf Bildsegmentierung von mindestens einem ersten von dem Röntgendetektor (4) gesendeten Röntgenbild des Körpers vollautomatisch oder halbautomatisch zu lokalisieren und um den Kollimator (6) dertart einzustellen, dass die nachfolgenden Röntgenbilder auf die interessierende Region (9) konzentriert sind.

2. Röntgeneinheit nach Anspruch 1, dadurch gekennzeichnet, dass das Bestrahlungsfeld des auf die interessierende Region (9) eingestellten Kollimators (6) durch ein Organ oder Teil (10) eines Organs definiert ist.

3. Röntgeneinheit nach Anspruch 1, dadurch gekennzeichnet, dass die interessierende Region (9) die möglichen Positionen einer Körperstruktur (10) während einer periodischen Bewegung des Körpers abdeckt.

4. Röntgeneinheit nach Anspruch 3, dadurch gekennzeichnet, dass die Datenverarbeitungseinheit (2) vorgesehen ist, um die interessierende Region (9) auf der Basis einer Vielzahl von ersten Röntgenbildern anhand von verschiedenen Phasen der periodischen Bewegung des Körpers (5) zu bestimmen.

5. Röntgeneinheit nach Anspruch 1, dadurch gekennzeichnet, dass die ersten Röntgenbilder ein Kontrastmittel innerhalb eines Gefäßsystems darstellen und die Datenverarbeitungseinheit (2) vorgesehen ist, um den Verlauf der Gefäße anhand der Detektion des Kontrastmittels auf den ersten Röntgenbildern zu bestimmen.

6. Röntgeneinheit nach Anspruch 1, dadurch gekennzeichnet, dass sie Mittel zum Detektieren einer Bewegung der interessierenden Region (9) des Körpers umfasst und dass die Datenverarbeitungseinheit (2) vorgesehen ist, um die Einstellung des Kollimators (6) so neu einzustellen, dass die Konzentration auf die interessierende Region (9) intakt bleibt.

7. Röntgeneinheit nach Anspruch 6, dadurch gekennzeichnet, dass die Datenverarbeitungseinheit (2) vorgesehen ist, um die Bewegung der interessierenden Region (9) anhand einer Bildanalyse der nachfolgenden Röntgenbilder zu schätzen.

8. Röntgeneinheit nach Anspruch 1, dadurch gekennzeichnet, dass die Datenverarbeitungseinheit (2) vorgesehen ist, um den Kollimator (6) zu einer spezifizierten Standardeinstellung zu bewegen, wenn die interessierende Region (9) nicht lokalisiert werden kann oder nicht mehr mit angemessener Sicherheit lokalisiert werden kann.

9. Röntgeneinheit nach Anspruch 1, dadurch gekennzeichnet, dass sie vorgesehen ist, um eine dreidimensionale Lokalisierung der interessierenden Region anhand der ersten Röntgenbilder vorzunehmen, und dadurch, dass die Datenverarbeitungseinheit (2) weiterhin vorgesehen ist, um den Kollimator (6) im Falle einer Veränderung in der Aufnahmerrichtung während der Aufnahme der nachfolgenden Röntgenbilder neu einzustellen.

10. Verfahren zum Erzeugen von Röntgenbildern eines Körpers, wobei das Verfahren die folgenden Schritte umfasst:

   a) Erzeugen mindestens eines ersten Röntgenbildes des Körpers;
   b) vollautomatisches oder halbautomatisches Lokalisieren einer interessierenden Region (9) innerhalb des Körpers basierend auf Bildsegmentierung des ersten Röntgenbildes;
   c) automatische Einstellung eines Kollimators (6) derart, dass die nachfolgenden Röntgenbilder auf die interessierende Region (9) konzentriert sind.

Revendications

1. Appareil à rayons X destiné à générer des imageries d’un corps, comprenant

   a) une source de rayons X (7) ;
   b) un collimateur réglable automatiquement (6) pour limiter, atténuer localement et/ou filtrer un faisceau de rayons X ;
   c) un détecteur de rayons X (4) ;
   d) une unité de traitement de données (2) qui est couplée au collimateur (6) et au détecteur de rayons X (4) et qui est conçue pour localiser de façon complètement automatique ou semi-automatique une région d’intérêt (9) à l’intérieur du corps sur base d’une segmentation d’image d’au moins une première image aux rayons X du corps transmise par le détecteur de rayons X (4) et pour ajuster le collimateur (6) de telle sorte que les images aux rayons X ultérieures
sont concentrées sur la région (9) d’intérêt.

2. Appareil à rayons X selon la revendication 1, caractérisé en ce que le champ d’irradiation du collimateur (6) ajusté sur la région (9) d’intérêt est défini par un organe ou une partie (10) d’un organe.

3. Appareil à rayons X selon la revendication 1, caractérisé en ce que la région d’intérêt (9) couvre les positions possibles d’une structure du corps (10) durant un mouvement périodique du corps.

4. Appareil à rayons X selon la revendication 3, caractérisé en ce que l’unité de traitement de données (2) est conçue pour déterminer la région d’intérêt (9) sur la base d’une pluralité de premières images aux rayons X provenant de différentes phases du mouvement périodique du corps (5).

5. Appareil à rayons X selon la revendication 1, caractérisé en ce que les premières images aux rayons X affichent un agent de contraste à l’intérieur d’un système de vaisseaux et l’unité de traitement de données (2) est conçue pour déterminer le cours des vaisseaux à partir de la détection de l’agent de contraste sur les premières images aux rayons X.

6. Appareil à rayons X selon la revendication 1, caractérisé en ce qu’il comprend des moyens pour déterminer un mouvement de la région d’intérêt (9) du corps, et en ce que l’unité de traitement de données (2) est conçue pour réajuster le réglage du collimateur (6) de telle sorte que la concentration sur la région d’intérêt (9) demeure intacte.

7. Appareil à rayons X selon la revendication 6, caractérisé en ce que l’unité de traitement de données (2) est conçue pour estimer le mouvement de la région (9) d’intérêt à partir d’une analyse d’image des images aux rayons X ultérieures.

8. Appareil à rayons X selon la revendication 1, caractérisé en ce que l’unité de traitement de données (2) est conçue pour déplacer le collimateur (6) à un réglage normalisé spécifié si la région (9) d’intérêt ne peut pas être localisée ou ne peut plus être localisée avec une certitude adéquate.

9. Appareil à rayons X selon la revendication 1, caractérisé en ce qu’il est conçu pour effectuer une localisation tridimensionnelle de la région d’intérêt à partir des premières images aux rayons X, et en ce que l’unité de traitement de données (2) est de plus conçue pour réajuster le collimateur (6) en cas de modification dans la direction d’enregistrement pendant que les images aux rayons X ultérieures sont prises.

10. Procédé de génération d’images aux rayons X d’un corps, comprenant les étapes consistant à :

a) générer au moins une première image aux rayons X du corps ;
b) localiser de façon complètement automatique ou semi-automatique une région (9) d’intérêt à l’intérieur du corps sur base d’une segmentation d’image de la première image aux rayons X ;
c) ajuster automatiquement un collimateur (6) de telle sorte que les images aux rayons X ultérieures sont concentrées sur la région (9) d’intérêt.
REFERENCES CITED IN THE DESCRIPTION

This list of references cited by the applicant is for the reader’s convenience only. It does not form part of the European patent document. Even though great care has been taken in compiling the references, errors or omissions cannot be excluded and the EPO disclaims all liability in this regard.

Patent documents cited in the description

- US 6055259 A [0004]
- DE 3030332 A [0005]
- US 4875225 A [0005]
- US 4609940 A [0005]
- US 1065670 A [0005]

Non-patent literature cited in the description